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WSPD Cal Sheet
Date 23/10/2007

S/N 28399/55531 Tech intls. M Ryczek

Last Cal Date: 21-Feb-03 Next Cal Date 23/10/2009
Before repair After repair

Total RPM Actual RPM

Calculated 
wind speed 

(m/s)

Monitor 
wind speed 

(m/s)

Wind Speed 
within 5% of 
target? (y/n) Total RPM Actual RPM

Calculated 
wind speed 

(m/s)

Monitor 
wind speed 

(m/s)

Wind Speed 
within 5% of 
target? (y/n)

200 200 0.98 1 2.04% 200 240 1.176 1.2 2.04%
300 295 1.4455 1.5 3.77% 300 330 1.617 1.6 -1.05%
400 395 1.9355 2 3.33% 400 420 2.058 2.1 2.04%
500 499 2.4451 2.5 2.25% 500 510 2.499 2.6 4.04%
600 600 2.94 2.9 -1.36% 600 610 2.989 3.0 0.37%
700 700 3.43 3.4 -0.87% 700 700 3.43 3.4 -0.87%
800 800 3.92 3.9 -0.51% 800 800 3.92 3.9 -0.51%
900 900 4.41 4.4 -0.23% 900 900 4.41 4.4 -0.23%

1000 1000 4.9 4.9 0.00% 1000 1000 4.9 4.9 0.00%
1100 1100 5.39 5.4 0.19% 1100 1100 5.39 5.4 0.19%
1200 1200 5.88 5.9 0.34% 1200 1200 5.88 5.9 0.34%
1300 1300 6.37 6.4 0.47% 1300 1300 6.37 6.4 0.47%
1400 1400 6.86 6.9 0.58% 1400 1400 6.86 6.9 0.58%
1500 1500 7.35 7.4 0.68% 1500 1500 7.35 7.4 0.68%
1600 1600 7.84 7.9 0.77% 1600 1600 7.84 7.9 0.77%
1700 1700 8.33 8.3 -0.36% 1700 1700 8.33 8.3 -0.36%
1800 1800 8.82 8.8 -0.23% 1800 1800 8.82 8.8 -0.23%
1900 1900 9.31 9.3 -0.11% 1900 1900 9.31 9.3 -0.11%
2000 2000 9.8 9.8 0.00% 2000 2000 9.8 9.8 0.00%
2100 2100 10.29 10.3 0.10% 2100 2100 10.29 10.3 0.10%
2200 2200 10.78 10.8 0.19% 2200 2200 10.78 11.1 2.97%
2300 2300 11.27 11.3 0.27% 2300 2300 11.27 11.7 3.82%
2400 2400 11.76 11.8 0.34% 2400 2400 11.76 12.2 3.74%

Torque (gm-cm) Pass/Fail Torque (gm-cm) Pass/Fail
Clockwise 20 pass Clockwise 25 pass
Counter-Cloc 20 pass Counter-Clockwise 25 pass


	WSPD

